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zI. INTRODUCTION
Solar radiation at wavelengths below about 3100 A is totally absorbed by
the terrestrial atmosphere and provides the dominate source of energy for
heating, dissociation, and ionization. An accurate knowledge of the solar
spectral irradiances at ultraviolet and soft x-ray wavelengths is accordingly
of fundamental importance in studies of the photochemistry of the strato-
sphere, mesosphere and thermosphere, and of the energy balance of the iono-
sphere. In addition, a determination of the effects of specific solar fea-
tures on the magnitudes of the solar spectral irradiances can provide funda-
mental insights into variations in the state of the plasma and in the magnetic
field configurations in the outer solar atmosphere over the solar cycle.
These data are crucial for an understanding of conditions in the atmospheres
of the Sun and other cool stars. Unfortunately, because of the experimental
difficulties, the available data are extremely limited and there are major
uncertainties in many of the measurements. The ma g nitudes of the spectral
irradiances havE not yet been determined with sufficient accuracy and the
effects of specific solar features on the variability of the spectral irradi-
ances over the solar cycle have yet to be quantified.
Under the subject grant, we have refurbishes and upgraded two 1/8-meter
Ebert-Fastie spectrometers in order to measure the solar spectral irradiances
between 1160 and 3100 A. Further, a novel, evacuated 1/4-meter normal-inci-
dence spectrometer was fabricated for spectral irradiance measurements over
the wavelength range from 1250 to 250 A. Procedures were developed for the
calibration of all three instruments utilizing standards at the National
Bureau of Standards (NBS). In addition, the procurement of a third 1/8-meter
Ebert-Fastie spectrometer to cover the wavelength range from 2500 to 4000 A
was initiated.
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Figure I. 1/8-meter Ebert-Fastie Spectrometer
For the second flight of the 1/8-meter spectrometers on 15 July 1980, the
diffraction grating in the MUV spectrometer was replaced by a new diffraction
grating fabricated by hyperfine, Inc. with a ruling frequency of 2400 grooves
mm- 1 . This allowed measurements of the spectral irradiances over the wave-
length range from 1600 to 3184 A with a spectral resolution of 2.1 A. Further
details of the calibration of the spectrometers and the results of the 1980
flight are described in the reprint attached to this report (Mount and
t
Rottman, 1981).
Following the termination of this grant, the spectrometers were trans-
fp rred to Dr. George Mount at the Laboratory for Atmospheric and Space Physics
i
at the University of Colorado under NASA Grant NAG5-212 to continue the pro-
gram of spectral irradiance measurements during the declinin g
 phase of solar
cycle 21.
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III. 1/4-METER NORMAL-INCIDENCE SPECTROMETER
The requirements for a measurement program of solar spectral irradiances
at extreme ultraviolet (EUV) wavelengths in the "windowless" regime below 1250
A dictated by the scientific objectives are, first, an absolute photometric
accuracy ranging from t10% at 1250 A to t30% at 100 A; and second, a relative
photometric accuracy from flight to flight of the order of 1% to 2%. These
goals demand a number of instrumental characteristics that are mandatory for
accurate spectrophotometry. In particular: 1) windowless operation, 2) low
levels of irradiance on the optical components, 3) a hydrocarbon-free environ-
ment, 4) a photometrically stable detector system, 5) a low noise detector
system, 6) no moving parts within the vacuum chamber, and 7) compatibility
with EUV calibration standards such as the National Bureau of Standards (NBS)
SURF II Storage Ring calibration facility.
In order to attempt to meet these requirements. a novel, evacuated, EUV
spectrometer with a state-of-the-art photoelectric array detector was fabri-
cated under this grant. The spectrometer employs a 1/4-meter radius-of-curva-
ture concave diffraction grating, operating at an angle-of-incidence of 9 0 in
a conventional Rowland circle mounting as shown in the schematic in Fig. 2.
The grating ruling frequency is 1028 lines mm- 1
 and the grating is used in the
first order to provide a dispersion of 38.7 A mm- 1 . The entire spectrum from
1250 to 250 A is recorded simultaneously with a (1 x 1024)-pixel Multi-Anode
Microchannel Array (MAMA) detector with pixel dimensions 25 microns in width
by 6.5 mm in height, as shown in Fig. 3. The coincidence-anode MAMA detectcr
requires a total of only 64 amplifier and discriminator circuits to record the
photometric data from the 1024 pixels as described in more
by Tiriothy and Bybee (1981) attached to this report.
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Figure 2. Schematic of 1;4-meter evacuated normal-incidence EUV spectrometer
with open-structure (I x 1024)-pixel MAMA detector.
Fi g ure 3.	 (1 x 1024)-pixel coincidence-anode array with pixel dimensions of
6.5 mm by 25 microns.
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The MAMA detector provides a very high photometric stability and very low
noise operation (<0.01 counts s- 1 pixel- 1 ) at EUV wavelengths. The spectral
resolution is approximately 2 A (2 detector pixels) and the entire spectrum is
read out during flight with a temporal resolution of 1.6 s. The spectrometer
is evacuated prior to launch, opened for observation dur i ng the rocket flight,
and re-sealed prior to re-entry.	 Since there are no mcving parts in the
spectrometer, a hydrocarbon-free high-vacuum environment is preserved to
guarantee the photometric stability of the instrument. The layout of the
spectrometer assembly and of the associated electronics modules is shown in
Fi q . 4.
Figure 4.	 Assembled 114-meter normal-incidence EUV spectrometer with
electronics assemblies.
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It is of particular importance for the photometric measurements to note
that the spatial accuracy is printed into the anode array of the MAMA detector
system. Photometric errors caused by "rubber cam" effects in scanning spec -
trometers are accordingly completely eliminated. The detector provides a
distortion-free imaging capability which is independent of signal level or of
time. As determined from laboratory spectra, such as shown in Fig. 5, the
absolute linearity of the detector is of the order of t2 microns over the
26-mm length of the array.
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Figure 5.
	
EUV emission lines recorded with 1/4-meter normal-incidence
spectrometer.
The pixel-to-pixel crosstalk has been determined to be less than a few percent
giving an intensity discrimination between adjacent resolution elements of the
order of 10 4 :1. The spectrometer and electronics have survived vibration at
levels of 20 g over the frequency range from 20 to 2000 Hz without change in
the Ierformance characteristics.
The fabrication of the spectrometer was completed in time to undertake an
engineering test in an uncalibrated condition on the rocket flight of 15 July
1980. The spectrometer operated cor-:ctly for a total of 50 s at the end of
the flight and recorded spectra at wavelengths longward of 1200 A in spite of
a minor electronics failure. Pressure inside the spectrometer was 2 x 10'1
Tarr throughout the launch phase until the vacuum door was opened. At this
point, the pressure rose to P x 10- 5 Torr for the remainder of the flight.
Following recovery, the spectrometer was pumped down once more using the
internal ion pump to a pressure of 2 x 10- 1 Torr. Laboratory tests showed no
visible change in the performance characteristics as a result of the flight.
Following the flight, an initial attempt at a calibration on the NBS SURF
II Storage Ring wa undertaken. In the absence of further funding, only
additional engineering work is being undertaken on the 1/4-meter spectrometer
as part of the continuing MAMA detector-development program under NASA Grant
NSG 7459. However, the spectrometer is in a flight-ready condition and the
calibration procedures have now been fully determined. The spectrometer is
accordingly ready to undertake a program of spectral irradiance measurements
at wavelengths between 1250 and 250 A.
IV. VARIABILITY OF THE SOLAR EXTREME-ULTRAVIOLET SPECTRAL IRRADIANCES
As part of this grant, we have carried out a detailed study of the varia-
bility of the solar ultraviolet spectral irradiances over the solar cycle.
The full report of this study is contained in a University of Colorado thesis
submitted for the MS degree in the Department of Physics (LeFevre, 1982).
The primary findings of this study are now being prepared for submission to
the literature (Timothy, Zweibel and LeFevre, 1983). The principal result is
that, at all wavelengths studied frum 1350 to about 300 A, the measured varia-
bilities of the spectral irradiances over solar cycles 20 and 21 significantly
exceeded the values predicted on the basis of an increase in the number of
active regions on the solar disk from solar minimum to solar maximum. Because
of the large errors in the irradiance measurements, the measured and predicted
values agree within the uncertainties for solar cycle 20. However, the pre-
dictions are systematically low. For solar cycle 21, with a higher level of
solar activity, the disagreements are so large that the measured and predicted
values differ by more than the measurement errors.
	
The reasons for this
discrepancy are not clear at this time; however, the most probable cause
appears to be an increase in the EUV emission from the chromospheric network
at solar maximum, probably caused by remnants of old active regions. If
verified, this finding is clearly of importance for solar, stellar ind
atmos pheric physics and emphasizes the need for a continuing program of accur-
ate measurements of the solar spectral irradiances at wavelengths below 3000
A. Hopefully, using instruments of the type described in this report and
being developed by other groups for both sounding rocket and space shuttle
flights, these data will become available during the next solar cycle.
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The Solar Spectral Irradiance 1200-3184 A Near Solar Maximum:
July 15, 1980
GEORGE H. MOUNT AND GARY J. R03TTMAN
Laboratory for Aftwgtheric and Spas Physics, University of Colorado, Bonder, Colorado 80309
Full-disk solar spectral irradiances near solar maximum were obtained in the spectral range 120(1-3184
A at a spectral resolution of approximately 1 A from rocket observations above White Sands Missile
Range, New Mexico, on July 15, 1980. Comparison with measurements made in 1979 and durinit solar
minimum confirms a large increase at solar maximum in the solar irradiance near 1200 A with no change
within our measurement errors near 2000 A. Irradiation in the range 1900-2100 A are in excellent
agreement with previous measurements, and those in the 2100- to 2500-A range are lower than the
Broadfoot results. We find agreement with previous values 2600-2900 A and then fall below those values
2900-3184 A.
INTRODUCTION
Solar radiation at wavelengths shorter then 2980 A is totally
absorbed by the earth's atmosphere and provides the domi-
nant source of energy for atmospheric beating, dissociation,
and ionization. An accurate knowledge of the solar spectral ir-
radiance in the ultraviolet is accordingly of fundamental im-
portance for studies of the photochemistry of the upper atmo-
sphere. Unfortunately, because of experimental difficulties,
the available data are limited, and there are major uncer-
tainties in many of the measurements.
We have begun a systematic sounding rocket program to
study solar ultraviolet irradiance and its variation over 'he so-
lar cvcic. Results from the first flight in this study (Mount er
al., 1980], when compared with the solar minimum measure-
ments of Rottman 11981], indicate a significant enhancement
of irradiance below 1800 A. Results from the July 15, 1980,
rocket flight confirm these conclusions a-id indicate that the
irradiance in the 2100- to 2550-A spectral region is lower than
the Broadfoot 11972] results, although n,-)t as low as reported
in our 1980 paper. Results near 2800 A are in close agreement
with Broadfoot.
FLIGHT INSTRUMENTS
The full-disk solar spectrum from 1164-3184 A was re-
corded by two spectror ,eters that scanned adjacent but over-
lapping spectral ranges. The spectrometers are designated by
the spectral region covered, namely, a fat-ultraviolet (FUV)
Ebert-Fastie snt:trometer with 1/8-m focal length to cover
1160-1850 A, and a middle-ultraviolet (MUV) Ebert-Fastie
spectrometer with 1/8-m focal length to cover 1600-3184 A.
The irradiance payload was not evacuated at launch bot was
maintained with a dry nitrogen purge for several days prior to
launch. The important instrument characteristics are outlined
in Table 1.
The irradiance inst+ ,iments were carried piggyback on a so-
lar rocket with a high-resolution EUV instrument dedicatee
to the study of arronal holes. The Nike-boosted Black Brant
rocket (NASA 27.044 US) reached an altitude of 325 km
above White Sands Missile R, oe New Mexico, at 1705 UT
on July 15, 1980. Tr-e solar zet a, "gle at time of apogee was
23°. All rocket systems performed well and the experiment
was completely successful. Just prior to launch, the spectrom-
Copyright .,%) 1981 by the American Geophysical Union.
eters were individually aligned with the Solar-Pointing Aero-
bee Rocket Control System (SPARCS) to t 1 arc minute. Me-
chanical alignment of the instruments was checked
immediately after recovery and wa., found to be unchanged
by the tight and recovery. The MUV spectrometer calibration
was checked 63 days after the tight and was found to be uu-
changed from pre -tight values. The FUV spectrometer was
damaged on impact. Impact during the recovery phase caused
an internal misalignment of the FUV spectrometer optics and
precluded a post-flight calibration.
INSTRUMENT CALIBRATION
The absolute efficiencies of the flight spectrometers were
measured at the Johns Hopkins University as described in de-
tail by Mount et al. 11980]. Briefiy, the Johns Hopkins calibra-
tion test equipment (CTE) compares the monochromatic re-
sponse of calibrated reference photomultiplier tubes with the
response of the instrument under test. The reference photo-
multiplier tubes are calibrated before and after instrument
tests against National Bureau of S_andards standard photo-
diodes I ; W and 1710 [Canfield et al., 1973]. The FUV cali-
bration was made with the same error budget as for the 1979
flight. The MUV spectrometer, however, was calibrated with a
larger error budget as shown in Table 2.
The source of the larger over-all error for the MUV spec-
trometer was an instability in the Johns Hopkins CTE refer-
ence f photomultiplier tube. This instability has been noted
previously 1Brune et al., 1979] and resulted in a larger transfer
error between the NBS photodiode and the reference photo-
multiplier tube.
The FUV spectrometer experienced no calibration diffi-
culties during the pre flight calibration. No direct post -flight
calibration was possible due to damage on impact that mis-
aligned the optics. The MUV spectrometer was recalibrated at
Johns Hopkins after the flight with agreement to 3846. The
p -flight calibration was u , -d in the data reduction. The 1979
crlibrations indicate no catinge before and after the flight on
e'•ther of the two spectrometers flown to within 35%.
'.n addition to the calibration at Johns Hopkins, the MUV
spectrometer was calibrated with an NBS standard tungsten
lamp in our laboratory. The overlap region of the two calibra-
tions was approximately 2600-3000 A and the spectrometer
efficiencies derived from these two independent methods
agree wtihin 10% near 2700 A and 20%, near 3000 A. Figure 1
shows the calibration of the MUV instrument with associated
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TABLE 1. Instrument Characteristics
Parameter FUV MUV
Spectrometer type Eben -Fastic Eben-Fastie
Focal length, mm 125 125
Spectral range, A 1160-1850 1600-3184
Grating
Ruled area, mm 26 x 26 26 x 26
Ruling frequency, g/mm 3600 2400
Coating M-M`F2 Al-MgF2
Manufacturer Bausch and Lomb Hyperfine, Inc.
Scan period, S 12 12
Detector EMR 51015 EMR 51OF
MgF2 window M&F2 window
Field of view 110.5 110.5
Slits
Entrance area, mm 2 0.048 x 0.752 0.048 x 1.00
Exit area, mm 2 0.056 x 3.00 0.071 x 3.00
Filter (interference) None 1800 A Broadband
RMS grati ig drive jitter 10.3 A 103 A
Spectral Resolution 1.15 A @ Ly a no A @ 25oe A
Step size 0.26 A C Lya 0.45 A @ 2s00 A
absolute error bars (see Table 2). The adopted curve falls be-
tween the Johns Hopkins and the tungsten lamp calibrations.
A major source of calibration error oaurs in the measure-
ment of the small slit widths (approximately 50 p) used on the
spectrometers. Errors were t4% and the slits were measured
on three different engines and using dtff.acted red laser light.
The instruments were rotated t5 0 about the in :ident beam
at Johns Hopkins to provide a map of the gratir.g and Ebert
mirror. Non-uniformities were less than ±3%, insuring that a
small misalignment in solar pointing does not introduce a cal-
ibration uncertainty.
The total error budget was t 13% for the FUV spectrometer
and 318% for the MUV spectrometer (see Table 2).
RESULTS AND DISCUSSION
The data were analyzed as described in Mount et al. (1980].
Figure 2 (FUV) and Figures 3-6 (MUV) show the results (in-
cluding all line fluxes) averaged into 10-A bins and compared
with other measurements. Absolute error bars are indicated.
Table 3 lists the data corrected to 1 AU, averaged into 10-A
bins, and including all line fluxes. The daily Zurich sunspot
number R. was 207 for the 1979 flight and 165 for the 1980
Right. Of the 35 complete scans obtained by each spectrome-
ter during the flight, only 10 scans were used, all recorded
above 275 km. Statistical uncertainty was less than ±246 for
each wavelength bin.
Comparison of the 1979 and 1980 flight results (Figure 2)
indicates essentially Lo change in the solar irradiance 1200-
19M A within our measurement accuracy. The relative irra-
diance values of the 1979 and 1980 flights are of particular sig-
nificance since the same FUV spectrometer was flo m. rhe in-
strument was not dismantled o: disturbed in the intervening
year and was stored in a clean, dessicated environment. The
calibration values obtained for the 1980 flight from the same
calibration facility were within 10% of the 1979 values, with
the largest difference below 1350 A. This difference is almost
certainly calibration error and not a change in actual in-
strument sensitivity. Thus, comparison of the 1979 and 1980
results with the solar minimum results of Rottman 119811(also
taker, with the same instrument) confirms our earlier conclusion
]Mount et al., 1980] that there is significant va1 ►ability in the
solar spectral irradiance from solar minimum to solar maxi-
TABLE 2. Error Budgets
Parameter	 FUV	 MUV
NBS standard diode *6% to--1096 (1600-
3000 A)
CTE transfer to PMT 1896 2129E
Slit width
Entrance 249: 34%
Exit 34% 14%
Efficiency variation 23% 23%
across field of view
Geometrical errors 35% 15%
estimate
Difference: JHU calibra- ... 10% (at 2700 A)
tion—LASP NBS tungsten
lamp calibration
Interference filter ••• 3%
Instrument scattered light <0.3% of <0.3% of
peak signal peak signal
Quadrature sum 13% 16-21%
mum at wavelengths short of 1800 A and that the change var-
ies from less than the measurement error at 2000 A to a factor
of 2.5 near 1200 A. The effective brightness temperature of the
atmospheric temperature minimum calculated at 1600 A is
46540K.
The important comparison to be made in Figure 2 is be-
tween Rottman's solar minimum results and our solar maxi-
mum results, since the same instrument was used to take both
data sets. The solar minimum data and its comparison with
(e.g.) Heroux and Swirbalus 119761 are discussed in detail by
Rottman 119811. Briefly, it seems clear that most of the differ-
ence between the Rottman results and those of Heroux and
100
MUV Instrument
Absolute Calibration
15 July 1980
MUV Interlerence filter Calibration
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Fig. 1. The absolute calibrations of the MUV interference filter
and the MUV spectrograph. Note the difference in calibration above
2800 A between the Johns Hopkins CTE (based on NBS standard
photodiodes) and an NBS tungsten lamp source.
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Fig 2. Solar irradiance in the spectral range 12W 1900 A averaged into 10 A bins including line fluxes and compared
with our 1979 flight results and those of Rottman 119811 at solar minimum The data have been corrected to 1 AU. Present
results are listed in Table 3.
Swirbalus is caused by a calibration problem and not an in-
trinsic change in solar irradiance during solar minimum.
The MUV results are shown in Figures 3-6. Below 2100 A
we find agreement with the many measurements made in that
spectral region ]Bruecl ner rr al., 1976; Samain and Simon,
1976; Simon, 1975]. The 1980 measuremcnts are higher than
the average by about 1441, and the 1979 results are lower by
about 14%.
In the spectral region 2100-2550 A, we find a large differ-
encc (4(^r) between our 1979 and 1980 results with agreement
closer to, but still 20% below, the Broadfoot 119721 values. Fig-
ure 6 shows the comparison with a 20 A running average.
Since the MUV instrument was rebuilt for the 1980 flight to
extend the spectral coverage from 2550 A to 3184 A, a true
relative comparison of the results is not possible. The same
phototube and electronics were used on both flights; however,
in addition to replacement of the grating. an 1800-A broad-
band interference filter was included to reduce the dynamic
range requirement on the detector. The calibration of the fil-
ter is shown in Figure 1. Since its calibration is a relative mea-
surement, errors are less than a few percent. The measure-
menu made in our laboratory agreed to within 3% of the man-
ufacturer's (Acton Research Corporation) results.
We have continued laboratory testing of the MUV in-
strument since the 1980 flight in order to locate the source of
the discrepancy between the two data sets. We have found a
temperature effect in the detector electronics that produces a
decreasing count rate with increasing temperature for con-
stant light input. At 60°C this effect is approximately 15'11.
Summing total counts per scan on the 1979 flight indicates a
14% sag in count rate later in thm flight. Only a 3% effect was
observed on the 1980 flight. Since the temperatures of the in-
struments were not monitored during the flight, we do not
know their exact temperatures. However, based on detailed
temperature measurements of the solar co y
 .al hole instru-
ment, it is not unreasonable to expect the temperature on the
MUV instrument to have reached 60°C. jemperaturc tests
made immeciately after the 1979 flight did not go to 60°C.
Thus we may conclude that the data from the MUV in-
strument on the 1979 flight could be raised approximately
I"'r. This reduces the difference between the two sets of flight
data to approximately 255E and raises the MUV data to the
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Fig. 4. Same as Figure ." except l`410-2600 A.
SOLAR IRRADIANCE IN 10A INTERVALS
10
average of the many 1900- to 2100-A measurements. The re-
sidual difference is attributed to calibration and slit measure-
ment errors, assuming a variation in the solar irradiance much
smaller than the t 18% error bars. The 1979 MUV data below
1900 A were merged with the FUV data at 1800 A. Thus we
recommend no change in the 1979 results below 1800 A, but
would increase those results 15%r above 1900 A.
From 2550 to 2900 A we find close agreement of our results
with Broadfoot ( 1972). Above 2900 A we once again fall below
the Broadfoot results. Our calibration above 2800 A is not as 7.
reliable as below that wavelength (see Figure 1) due to dis-
agreement between the CTE and tungsten lamp calibrations. 'E
We have placed our calibration curve between the two mea- r
sured calibration curves above 2600 A. The reader is referred n
to a recent review by Kohl et al. 119801 for a comparison of the
Broadfoot results with other investigators.
It is very important to note that all the data taken on both
flights were full solar disc measurements. Thus, no assump-
tions about limb darkening have been introduced into the
analysis as would be required on data obtained with a solar
instrument with a restricted field of . xw.
In addition to measuring the continuum irradiance, we
measured the absolute intensities of several strong emission
lines of atomic species. Results are given in Table 4 along with
ratios to solar minimum. In all cases the appropriate contin-
uum background was subtracted before the integral of the line
profile was calculated.
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CONCLUSIONS
We confirm our conclusion from the June 5, 1979 flight that
there is significant variabiht) in the solar spectral irradiance
from solar minimum to solar maximum at wavelengths short
of 1800 A with the change varying from less than the mea-
surement error near 2000 A to a factor of 2.5 near 12100 K We
find gihod agreement among recent investigations in the 1900-
to 21(0 A region We conclude th it the itradiance values of
Rruadfoot )1972) from 210D 2500 A lie within our mutual er-
ror bars although both 1979 and 1980 results fall somewhat
below Broadfoot's results, and we find reasonable agreement
with the measurements of both Broad/uot (1972) end Simon
(1980) above 2600 A.
We arc presently testing a new ultraviolet calibration facil-
itv that will improve our understanding of the flight in-
strument, especially at longer wavelengths
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TAM E 3 Solar Irradiance in Units of 10"' ph cm ) s ' A ' Meraged to 10 A Intervals at 1 AU for Rocket Flight 27 .041, July 15, 1980
Interval. A
Wavelength.
A 00 10 10-20 2(1 30 3040 40-50 50-W W70 70-80 8090 W 100'
1200 0 23(1 5.64 0 052 0.035 0 028 0,031 0.041 0 021 0.022 0.021
1300 0154 0 036 0 026 0.251 0.025 0 05 3 0.041 0.041 0.041 0.128
140(1 0 105 0 060 0 066 0.076 0.074 0 079 0. IM 0 125 0 122 0.119
I StM) 0 136 0.143 0 187 0.212 0.327 0 315 0158 02" 0.223 0123
1(") 0 253 0 280 0.326 0 404 0.411 0.634 0.491 0 547 0.554 0 745
I7(M) 0.900 0.953 0.999 1,02 1.05 112 1.39 14: 1.54 160
18(M) 1.63 201 1.94 205 180 205 2.37 2.77 2.91 3.31
1") 3.41 386 4.15 3.31 4.85 5.25 562 6.13 607 634
2(4X1 7.23 7.93 8.26 9.44 10.5 11.2 11.5 134 15.2 21.2
210(1 29 1 33.3 35.6 34 6 43.4 421 36 1 36.6 517 544
22100 58 1 429 59.9 77.9 70.7 62.9 45.1 49.1 65.3 57.5
23(M1 688 59.4 65.4 54.2 48 7 678 61.8 61.5 53.6 58.5
2400 510 700 93.9 84.9 771 646 67,9 75.0 54.3 81.8
2500 76.6 561 55 5 716 $17 112 146 169 • 161 120
26(x1 119 129 135 251 324 342 317 330 318 324
2700 357 293 260 286 182 212 321 346 249 133
281X1 131 289 401 440 339 22t+ 469 457 444 639
21)(X1 816 771 683 734 692 681 736 611 64U 614
3(KX) 508 593 635 777 741) 735 719 790 764 585
3100 785 879 799 851 146 665 778 1050
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TABLE 4.	 Absolute Line Fluxes (pb cm- s -t)
Ratio
(Solar Maximum/Solar
Minimum)'
Species Wavelength, A June 5, 1979 July 15, 1980 June 5, 19791	 July IS, 1980
Si 111 1206.53 1.7E10 1.5011)0 3.1 2.1
H Ly 1215.68 4.36E 11 5.01E11 1.4 1.6
N V 1238.82 7.1E8 8.7E8 ...
1242.80 5.3E8 SAE8 ••• •••
Si 11 1260.42 4.9E8 6.9E8
Sill 1264.74 9.2118 I3E9 •-• •••
O1 130217 4.7E9 3.4119 1.9 1.4
O1 13000 9.3E9 9.8E9 1.7 1.8O 1 1306.03
C 11 1334.53 2.2E 10 2.6E 10 2.2 2.71335.66
O1 1355.60 9.6E_8 1.0E9 1.5 1.6
S1 IV 1393.76 7.4119 7.3E9 2.2 2.2
Si IV 1402.77 3.3E9 3AE9
Si Il 1526.71 4.20F9 2.3E9 ••• •••
C IV 1545.20 1.6E 10 1.5E10 2.2 2.1
C IV 1550.77 6.9E9 7AE9 1.7 1.9
C 1 1561 6.8E9 L0E10 1.4 2.1
(multiplet)
He 11 1640.33 9AE9 5.1E9 ••• •••
(Fe 11 blend?)
C 1 1657 17E10 2.1E10 1.8 1.4
(multiplet)
Si 11 1808.01 1.3E10 1.3E10 ••• •••
Sill 1816.93, 1817.45 2.6E10 4.SE10 0.8 1.3
' Rottman )1981). ------ -----
f Revised. See Rottman )1981).
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The Solar Spectral Irradiance 1200-2550 A at Solar Maximum
GEORGE H. MOUNT, GARY ). ROTTMAN, AND J. GETHYN TIMOTHY
Laboratory for Atmospheric and Space Physics, University of Colorado, Boulder, Colorado 40309
Full-0isk solar spectral irradiances at solar maximum were obtained in the spectral range 1200-
2550 A at a spectral resolution of approximately I A from rocket observations above White Sands, New
Mexico, on June S, 1979. Comparison with measurements made near solar minimum indicates approxi-
mately a factor of 2.5 increase in the irradiance at 1200 A, a 209E increase sear 1800 A. and so increase
within our measurement errors (*1516) above 2100 A. irradiances in the range 1800-2100 A are in ex-
cellent agreement with previous measurements, but those in the 2100 to 2550 -A range are significantly
lower. The intensities of strong emission lines at wavelengths below 1850 A are also reported.
INTRODUCTION
Solar radiation at wavelengths shorter than 2980 A is totally
absorbed by the earth 's atmosphere and provides the domi-
nant source of energy for atmospheric heating, dissociation,
and ionization. An accurate knowledge of the solar spectral ir-
radiances in the ultraviolet is accordingly of fundamental im-
portance for studies of the photochemistry of the upper atmo-
sphere. Unfortunately, because of experimental difficulties,
the available data are extremely limited, and there are major
uncertainties in many of the measurements. In particular, the
magnitude of the variability of the spectral irradiances over
the solar cycle has not been determined.
As the first stage of a systematic study of this problem, two
spectrometers were flown to measure the solar irradiances in
the wavelength range from 1200 to 2550 A near solar maxi-
mum. It was found that solar maximum irradiances are signif-
icantly larger than the solar minimum irradiances in the spec-
tral region below 1800 A. The measured irradiances above
21M A ,-e y e  lower than previously accepted values.
FLIGHT INSTRUMENTS
The full-disk cola , spectrum from 1160 to 2550 A was re-
corded by two spectrometers which scanned adjacent but
overlapping spectral ranges The spectrometers are designated
by the spectral region covered, namely, a far - ultraviolet
(FUV) spectrometer, a p-m focal length Ebert-Fastie spec-
trometer for the range 1160-1850 A, and a middle-ultraviolet
(MUV) spectrometer, a 1-m focal length Ebert-Fastie spec-
trometer for the range 1600 - 2550 A. The important in-
strument characteristics are outlined in Table 1.
The instruments were launched on a Nike-boosted Black
Brant rocket (NASA 27.028 US) to an altitude of 325 km
above Nk'hitc Sands Missile Range, New Mexico, at 1715 UT
on June 5, 1979. The solar zenith angle at the time of apogee
was about 20°. The rocket performed perfectly, and the ex-
cellent condition of the recovered payload permitted post-
flight instrument calibrations. Just prior to launch, the spec-
trometers were individually aligned with the solar pointing
Aerobee Rocket control system (SPARCS) to tl arc min. In-
strument optical alignments were checked immediately after
recovery and were found to be unchanged by the flight Spec-
trometer calibrations were checked 13 days after the flight and
were found to he unchanged from preflight value-
INSTRUMLNT CALIBRATION
The absolute efficiencies of the spectrometers were mea-
sured at the Johns Hopkins University. The calibration test
equipment (CTE), described by Fastie and Kerr 1 19751, has an
Cop)nght C 1980 b) the American Geophysical Union
f /80 monochrom. tic beam which can be directed to either the
instrument under test or to a reference detector. All radiation
measured by the calibrated reference detector passes through
the test instrument entrance slit which is at the beam focus.
Two light sources, a low pressure H= lamp [Fastie and Kerr,
19751 and a Pt-Ne hollow cathode lamp [Mount er at. 19771,
provide line spectra dispersed at 2-A resolution by the CTE
premonochromator. The reference detectors, EMR G and
Hamamatsu F photomultiplier tubes for spectral ranges 1160`
1700 A and 1700-3200 A, respectively, were calibrated against
National Bureau of Standards (NBS) standard photodiodes
17195 and 17183 [Canfield et al., 1973). The NBS-quote uncer-
tainty for the photodiode calibrations of July 1978 is ±6%
from 1200 to 1700 A and then gradually increases to ±10% at
3100 A. Error in the calibration transfer from the photodiodes
to the FUV and MUV spectrometers is ±6% and t8%, respec-
tively. The higher uncertainty at longer wavelengths is due to
technical difficulties stemming from instabilities in the CTE
reference detector. These errors were determined by repeated
calibrations of several rocket instruments used at Johns Hop-
kins and represent a maximum and not a mean uncertainty.
Independently. Guenther and 101harns (1979) indicate that the
NBS Synchrotron Users Radiation Facility (SURF) calibra-
tion and the Johns Hopkins calibrations agree to within 5% in
the 1450- to 1800 -A region. Preflight and postflight calibra-
tions for the instruments agreed to within 5% at all wave-
lengths measured. An independent postflight calibration
above 2400 A was performed on the MUV spectrometer with
an NBS -calibrated standard tungsten - strip filament lamp
(EUV 119). The measured spectrometer efficiencies derived
arc within 5% of the Johns Hopkins CTE calibration.
As an in-flight calibration cross-check, a 250-A overlap re-
gion was scanned by the two spectrometers. Although only
150 A of this was useful because of the low signal level be-
tween 1600 and 1700 A in the MUV instrument, the I50-A
overlap region agreed to within 5% from 1700 to 1750 A and
to within 109E from 1750 to 1850 A.
A major source of calibration error occurs in the measure-
ment of the small slit widths (approximately 50 p) used in the
spectrometers. Slit widths were measured on two independent
traveling microscopes by three different people, and also by
single - slit diffraction using the neon laser red line. The mea-
surcmcnl accuracy was ±8%.
The responses of both spectrometers were carefully mapped
ove p the full collection areas, since during flight the solar disk
was scanned over t 17 arc min by the SPARCS pointing sys-
tem (an extreme ultraviolet instrument with a small field-of-
vicw was also on board). Efficiency variations were less than
Paper number 80A0416 	 4271
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TABLE 1.	 Instrument Characteristics
Parameter FUV MUV
Spectrometer type Ebert-Fastie Ebert-Fastie
Focal length, mm 125 125
Spectral range, A 1160-1850 1605-2550
Spectral resolution, A 1.2 1.4
Grating
Ruled area, mm 26 x 26 26 x 26
Ruling frequency, g/ram 3600 3600
Coating Al with MSF2 Al with MSF=
Scan period, s 12 12
Detector EMR 510 G • EMR 510 F•
Field of view 11.50 11.50
Slits
Entrance area, mm 0.051 x 0 . 508 0 .052 x 0.108
Exit area, mm 0.064 x 3,00 0.078 x 3.00
• MgF 2 window.
:0% across the fields of view, and no correlation could be
found of the measured irradiance with the disk position dur-
ing the flight.
The spectrometers were illuminated in the laboratory by
light intensities similar to those observed during the flight to
check for photomultiplier fatiguing. No fatiguing was mea-
sured. In addition, the temperature response of the flight elec-
tronics was tested, and no sensitivity to temperature was ob-
served for the expected flight temperatures.
Instrument - scattered light was measured outside the region
of instrument sensitivity to he less than 0 . 30/1 of the peak mea-
sured signal. When a reasonable uncertainty of 5% for geo-
metrical factors in the overall instrument efficiencies is 'In-
cluded, the absolute calibration uncertainty for the FUV
spectrometer is 312( and for the MUV spectrometer is 150/c.
DATA ANALYSIS
The photomultiplier signals were pulse counted and tele-
metered to ground by a PCM (pulse count modulation)/FM
system. The output pulses from each spectrometer were
summed into 3.2-ms sampling bins, which corresponds to a
bin resolution of approximately 0.3 A. The data were con-
vened to units of photons cm -2
 s- ' A-' by application of the
efficiency and wavelength calibration data. The absolute
wavelength calibration is accurate to better than f3 A and
was repeatable during the flight to 31 bin (30.3 A).
Thirty-three complete solar scans were obtained by each
Spectrometer. Of these, the first 10 scans were subject to in-
strumcni outgassing, as indicated by summing the total counts
observed during the scan. Only 10 scans of the FUV in-
strument and 7 scans of the MUV instrument recorded at alti-
tudes above 175 lm were used as the final data set. The counts
from these scans were averaged. Electronic noise was com-
pletel) negligible, and an electronic dead time correction was
applied to all the data using the expression
.1.. _C- 1 
= ^ I 
­C.6.)
where -r is the electronic dead time; ,r was carefully measured
as 225 3 10 ns The dead time correction was negligible except
at Ly a 1216 A (22 1/-r correction) and in the region above 2100
A (7-12% correction).
vious measurements. Absolute error bars are indicated. Table
2 lists the data corrected to I AU, averaged in 10-A bins, and
including all lines fluxes. Comparison of the solar maximum
with the solar minimum irradiances in Figure 1 shows a large
(approximately a factor of 2.5) increase in the irradiance at
wavelengths near 1200 A with a monotonically decreasing
variability at longer wavelengths. No variability outside of the
measurement accuracy is observed at wavelengths longer than
about 2000 A.
G. Rottman's unpublished data (1980) in the spectral re-
gion 1200-1800 A are used for comparison, since these data
were recorded with the same instruments which were cali-
brated on the same facility. This eliminates the major source
of error in comparing data from different sources. Rottman's
data are the average of five rocket flights made between 1972
and 1976 (solar minimum) with an average approximately
30% higher than the average of the results of the first two
flights [Rottman, 1974), which are reported in the review of
Heath and 77iekaekara 119771. Total variance of the five
flights is approximately 20% and is discussed in detail by
G. Rottman (unpublished data, 1980). The five-flight average
was used for comparison here in order to minimize problems
associated with the 'snapshot' nature of rocket flights. Heath
and 77iekaekara [ 19771 compare Rottman's 1974 results with
the data of other authors.
The increase in the irradiances from solar minimum to solar
maximum has been independently confirmed by the Atmo-
sphere Explorer satellite data [Hinteregger, 1979), which in-
dicate an approximate 2.5 increase from 1200 to 1300 A and a
20% increase near 1800 A from July 1976 to January 1979 in
10-A-averaged intervals. Although the sun was quite active at
the time of the flight on June 5 (Rz — 207, Flo, = 230.2), a fac-
tor of 2.5 increase in the irradiance cannot be explained sim-
ply on the basis of an increase in the number of active regions
on the solar disk, as will be discussed by G. Rottman (unpub-
lished data, 1980). Heath 11973) has shown from Nimbur, 3
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Fig 1. Solar irradiancies in the spectral range 12W 1900 A aver-
RLSULTS AND DISCUSSION 	 aged into 10-A bins including line flu • -s and compared with G. Rott-
man's (unpublished data, 1980) five-flight solar minimum results.Figures I (FUV) and 2 ( MUV) show the data ( including The data have been corrected to 1 AU. Present results (solid circles)
line fluxes) averaged into 10-A bins and compared with pre- are listed in Table 2.
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Fig. 2. Solar irradiances in the spectral range 1900
-2550 A aver-
aged into 10-A bins and compared with previous results. The data
have been corrected to I AU. The large variation in irradiance above
2100 A is caused by Fraunhofer structure. Present results (solid cir-
cles) are listed in Table 2.
measurements that the maximum expected variation over the
27-da) solar rotation period caused by active regions is about
301/( from 1200 to 1300 A and that it decreases to longer wave-
lengths.
Figure 2 shows the MUV results to be in close agreement
with the many measurements made below 2100 A (Broadfoor
119721 ' Brueckner et al. 11976): Samain and Simon (1976); Si-
mon 11975). see also Simon 11978]). Above 2100 A, however,
the irradiance data are significantly lower than the data of
Broadfoor 119721, a prime source of irradiance data in the
2100- to 2900-A spectral region. Our results, however, are in
close agreement with the 1977 data obtained by G. Rottman
(private communication, 1979) near solar minimum using the
same rocket instrument.
The Broadfool data set is one of the few directly calibrated
measurements of solar irradiance in the 2100- to 2900-A re-
gion, and his data arc in agreement with the data of others
taken al longer wavelengths (X > 2700 A) (cf. Heath and The-
kaekara, 1977]. A possible explanation for the difference be-
tween our data and the data of B)oadfoot, and for Broadfoot's
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agreement with others above 2700 A, could be the presence of
a large amount of scattered light in his spectrometer. A scat-
tering 'residue' in Broadfoot 's reduced data would produce
high fluxes near 2100 A, where the solar flux is relatively
lower than that near 2900 A. Our data are in closer agreement
with Broadfoot at 2550 A Than at 2100 A. in agreement with
this hypothesis. Replicas of the grating used by Broadfoot (B
and L 35-53-06-17) have been studied in our laboratory; all
the replicas exhibit large ghosts and high scattering (Rottman,
1980]. Further, Delaboudiniire et al. 11978] report that Broad-
foot's data are too high below 2300 A. The *10% error bars
on Broadfoot's data are certainly overly optimistic.
The agreement between the data of June 5, 1979, and the
1977 data of Rottman above 2100 A (G. Rottman, private
communication, 1979) leaves little doubt that the discrepancy
with Broadfoot 's data is an instrument problem and not an in-
trinsic variation in the solar flux above 2000 A as suggested by
Heath 11973). It should be of particular interest to aeronomers
to note that our data are not compatible with the results pre-
sented by Heath and 771ekaekara 11977, Figure 81.
The FUV and MUV spectrometers also measured the in-
tensities of several strong emission lines of atomic species. Re-
sults are given in Table 3 together with line intensity ratios of
this flight to Rottman's average solar minimum values. Vari-
ances for the five solar minimum line fluxes ranged from 10 to
401A and will be discussed by G. Rottman (unpublished data,
1980). Direct measurements were possible for all lines except
H Ly a 1216 A. It was necessary to increase the measured
peak Ly a flux by a small percentage because the intrinsic
width of the Ly a line is wider than the slit width of the FUV
spectrometer. The fraction of flux not in our band pass was
determined by measuring the ratio of the area of a 'standard'
Ly a profile as given by Vidal-Madjar 11975) to the area of the
profile not in our band pass. The correction was only a few
percent.
This integrated Ly a line flux is 1.4 times higher than the
average of Rottman's five Ly a values measured during solar
minimum ( R, between 20 and 64). Although Rottman 's results
indicate that the relation of R, to Ly o flux is very weak, it is
of interest to use recent empirical relationships to see if the Ly
o flux increase can be explained solely by active regions. Us-
ing the relation between sunspot number and fractional plage
area given by Cook et al. 119801, we determine the fractional
flat disk area covered by plages as 13%. Basri et al. 119791 re-
port an average active region to average quiet sun enhance-
ment at Ly a of a factor of 4.6. (This ratio is the integrated
profile contrast, the Ly a profile contrast at 1200 A is greater
SOLAR IRRADIANCE AVERAGED IN 101 INTERVAL:
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TABLE 2 Solar Irradiance in Units of 10" ph cm
- ' s- ' A-' Averaged in 10-A Intervals at I AU
10-A Intervals
00 10 ,a-20 20-30 30-x03 40-50 50-60 60-70 7040 80-90 90-100
1200 0.218 5.11 0.048 0.037 0.029 0.032 0.042 0.028 0.025 0.027
1300 0.147 0.039 0.031 0.231 0.029 0.054 0.043 0.044 0.048 0.125
1400 0.103 0 064 0.067 0.074 0.076 0.082 0.100 0.116 0.123 0.118
1500 0.131 0.134 0.177 0.205 0.300 0.289 0.237 0.236 0.228 0.228
1600 0.259 0.289 0.334 0 421 0.457 0 673 0.525 0.608 0 603 0.807
1700 1.04 1.10 1.15 1.22 1.15 1.25 1.38 1.43 1.61 1.59
1800 1.94 226 2.16 2.24 2.05 2.13 2.28 2.75 2.68 3.03
1900 2.97 3.29 3.49 2.95 3.22 4.18 4.23 4.79 4.72 4.77
Aft 517 5.85 6.19 6.71 7.67 8.21 8.51 9.86 11.1 16.0
2100 208 26.1 24.3 23.9 330 26.7 27.0 27.5 37.8 39.9
2200 40.2 31.1 42.3 56.0 49.9 43.9 32.5 33.3 46.9 40.3
2300 47.1 40.7 473 37.5 34.3 47.4 44.5 43.0 36.3 40.4
2400 35.9 53.8 64.6 584 57.1 45.5 44.7 52.0 41.0 51.8
2500 54.0 39.5 37.7 49.9 49.1 47.0
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Flux,	 Solar Maximum
Species	 Wow lentils. A	 pb em-a s-' Solar inimum
Si 111
	
1206.53
	
1.71110
H Ly	 1215.68
	
4.361111
NV
	
1238.82
	
TIES
NV
	
1242.80
	
53E8
Si 11
	
1260.42
	
4,9E8
Si n
	
1264.74	 91E8
OI
	
1302.17
	
4,7E9
OI
	
1304.86
OI
	 1306.03
C11
	
1334.53
C11	 1335.66
01	 1355.60
Si 1V
	
1393.76
Si IV
	 1402.77
Si 11	 1526.71
C IV
	 1548.20
C IV
	
1 SW.77
CI	 1561t
He 11
	
1640.33#
CI
	
16571
SRI]	 1808.01
Si Il	 1816.93, 1817.45
Solar maximum is derived from present data. Solar minimum is the
average of five solar minimum flights (Rottman, unpublished data.
1980) five-flight line flux variance range 10-0'4.
*Rottman (unpublished data, 1980) Ly a fluxes at solar minimum:
3.08E11. 2.02E11. 2.20E11. 3.7E11, 4.28EI1 pb cm- 1 a'.
tMuttiplet.
*Fe 11 blend?
than 4.6 lsee Basri et at 119791. Accordingly, 11% of the solar
disk would be predicted to be covered with active regions at
the time of the June 5 flight in order to reproduce our mea-
sured ratio of Ly a flux to the average of the five Rottman Ly
a flux measurements made at solar minimum. Although there
is apparent agreement between the two predictions, the large
variation in Rottman's solar minimum Ly a values at low R,
(see Table 3) and the average Ly a solar maximum/minimum
ratio of approximately 2.5 (requiring a 459E fractional plage
area), measured by Hinteregger 119791. indicate that this
agreement may be largely fortuitous. Furthermore. Verna:za
and Reeves 119781 report average active region to average
quiet SLn enhancement factors for [be other strong emission
lines in the wavelength range 1206-1335 A which require ac-
tive region ueas varying from 379E to 3029E of the area of the
solar disk . o explain the measured solar maximum to solar
minimum intensity ratios. Therefore although there is strong
evidence that the variability from solar minimum to solar
maximum 1200-1800 A cannot be explained simply by an in-
crease in the number of active regions on the disk as suggested
by Cook et at 119801, further measurements over the cycle
will be required to resolve this question unambiguously.
CONCIUSIONS AND FUTURE WORK
We conclude that there is a significant variability in the so-
lar spectral irradiances from solar minimum to solar maxi-
mum at wavelengths short of 1800 A with the change varying
from less than the 315% measurement error at 2000 A to a fac-
tor of 2.5 near 1200 A. We find no evidence for solar variabil-
ity exceeding our measurement error of approximatel y
 315%
above 2000 A We also conclude that the irradiance values of
Broadjoot 119721 from 2100 to 2550 A should be reduced by
35% 3 15%. We find good agreement with previous results in
the 1800- to 2100-A region. Many emission line intensities at
wavelengths below 4850 A are also signibantly enhanced
over the solar minimum values.
Future Rights will extend the wavelength coverage of the
MUV instrument to 3200 A to connect with ground-based cal-
ibration:. We also plan to fly two additional ttpectrometers to
cover the 300- to 1200 -A and 40. to 300-A wavelength mnges,
respectively.
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TABLE 3. Absolute Line Fluxes
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Abstract
The Multi-Anode Microchannel Arrays (MAMAs) are a family of photoelectric photon-counting
array detectors, with formats as large as (256 x 1024)-pixels that can be operated in a
windowless configuration at vacuum ultraviolet (VUV) and soft x-ray wavelengths or in a
sealed configuration at ultraviolet and visible wavelengths. In this paper, we describe
the construction and modes of operation of (1 x 1024)-pixel and (24 x 1024)-pixel MAMA
detector systems that are being built and qualified for use in sounding-rocket spectrometers
for solar and stellar observations at wavelengths below 1300 A. We also describe briefly
the performance characteristics of the MAMA detectors at ultraviolet and VUV wavelengths.
Introduction
The feasibility of studying astrophysical plasmas at ultraviolet and VUV wavelengths
using space instruments, and the need to study the characteristics of high-temperature
plasmas in fusion test reactors, such as Tokamaks, have created requirements for imaging
photoelectric array detectors that can be operated both in a sealed configuration at
ultraviolet wavelengths longer than 1100 A, and in an open configuration at shorter wave-
lengths. The Multi-Anode Microchannel Arrays (MAMAs) are a family of photoelectric photon-
counting array detectors that have been developed specifically to meet these needs. These
detectors combine the high sensitivity and photometric stability of a conventional channel
electron multiplier (CEM) with a high resolution imaglog capability. Furthermore, these
detectors are rugged and simple to use and have been filly qualified for sounding-rocket
flights.
In this paper, we describe the construction and modes of operation of (1 x 1024)-pixel
and (24 x 1024)-pixel MAMA detector systems that are being built and qualified for use in
sounding-rocket spectrometers for solar and stellar observations at wavelengths below
1300 A. We also summarize the parameters of the MAMA detectors which are of importance for
space applications and describe briefly their performance characteristics at ultraviolet
and VUV wavelengths.
Multi-Anode Microchannel Array
Two types of Multi-Anode Microchannel Array (MAMA) detector systems have been developed,
as shown in the schematics in Figure 1. The discrete-anode MAMA detector , (Figure la)
consists of a tube assembly (sealed or open) containing an array of metal anodes and a
single curved-channel microchannel plate (MCP) with the appropriate photocathode material
deposited on the input face. The detector resolution elements (pixels) are defined solely
by the physical dimensions of the electrodes in the anode array, which is mounted in prox-
imity focus with the output face of the MCP. The photocathode material defines the spectral
range of the detector and the curved-channel MCP provides the high gain and narrow output
pulse-height distribution required for pulse-counting operation with a noise level determined
solely by the statistics of the photon detection rate. A charge amplifier and discriminator
circuit, which issues a logic pulse for each output charge-pulse from the MCP that exceeds
a pre-set threshold, is connected to each anode. These pulses are accumulated in a set of
counting circuits for a pre-determined exposure time. The number of events recorded in
each counting circuit is proportional to the number of photons (or charged particles) inci-
dent upon that part of the front face of the MCP that corresponds spatially to the anode
location.
Since the number of pixels in a discrete-anode array is limited to about 500 by the
currently available connector and electronics technologies, we have developed the coincidence-
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Figure 1. Multi-Anode Microchannel Arrays
a. Discrete-anode array.	 b. Coincidence-anode array.
anode MAMA detector s which employs two sets of anude electrodes, insulated from each other
but exposed to the output face of the MCP, as shown in Figure lb. In the coincidence-anode
MAMA detector the spatial location of an event is determined by the simultaneous detection
of a charge-pulse on the two sets of anode electrodes. Using this technique, a total of
a x b pixel- can be uniquely defined using only a total of a + b sets of anode electrodes.
A (1 x 1024)- 111xe1 array, for example, which has a total of 32 x 32 pixels, requires only
32 + 32 sets of anode electrodes. A charge amplifier and discriminator circuit, which
issues a logic pulse for each output charge-pulse from the MCP that exceeds a pre-set
threshold, is connected to each set of anode electrodes. Any valid combination of coinci-
dent logic pulses is decoded to determine the spatial location of an ev-nt. The number of
events occurring at each spatial location is stored in the corresponding word of a Random
Access Memory (RAM). This decoding and storage process is repeated at a maximum rate
determined by the pulse-pair resolution of the electronics. A number of discrete- and
coincidence-anode MAMA detectors have been fabricated or are under development at this
time. The characteristics of these detectors are listed in fable 1 and details of the
configurations of these different anode arrays may be found in the literature"'
Table 1. Characteristics of Discrete- and Coincidence-Anode MAMA Detectors
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Sounding rocket detector systems
Two coincidence-anode MAMA detector systems, with anode-array formats of I x 1024 pixels
and 24 x 1024 pixels respectively, are currently being fabricated and tested specifically
for use in sounding-rocket spectrometers. The configuration of the anodes in the (1 x 10'24)-
pixel linear array is shown in the schematic in Figure 2a. The 16-fold positional ambiguity
for each of the 32 fine-position anodes is removed by the 32 coarse-position anodes, and a
total of 64 amplifier and discriminator circuits is required for the 1024 spatial locations.
the (1 x 1024)-pixel anode array, with pixel dimensions of 6.5 mm x 25 microns Is shown in
Figure 2b.
OWGINAC PAGE It
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Since an exact match between the microchannels in the MCP and the linear electrodes in
the anode array cannot be guaranteed, the coincident arrival of pulses on either two or
three adjacent anodes is identified and stored as an address in the decoding electronics.
Positional information is thus obtained from 2048 pixels (corresponding to a spatial resolu-
tion of 12.5 microns in the array). Adjacent two-fold events are then summed to produce
the required 25-micron spatial resolution with a high uniformity of response from pixel to
pixel. The random coincidence of pulses in different parts of the array is recognized by
the electronics as an invalid event and is disregarded. The block diagram of the electronics
for the (1 x 1024)-pixel detector system is shown in Figure 3.
Jtea	 Jib-
g%
I	 1 » x 1^;^-	 I
!I
i'	 i	 i'
1	 ej <. ,
Figure 3. Block diagram of the electronics for the (1 x :J24)-pixel
coincidence-anode detector system.
In the (24 r. 1024)-pixel coincidence .-anode array, an additional set. of 24 discrete-anode
electrodes is fabricated beneath the upper coincidence-anode electrodes, as shown in the
schematic in Figurt Ia. The electrodes in the two layers are insulated from each other but
exposed to receive the low-energy ( % 30 V) electrons from the MCP. These multi-layer arrays
are fabricated to our specifications by the Raytheon Company'. The (24 x 1024)-pixel anode
array with pixel dimensions of 260 microns by 25 microns is shown in Figure 4b. The coinci-
dent arrival of pulses on two or three vertical anodes and one horizontal anode is used to
identify valid events, and a total of 88 amplifier and discriminator circuits is required
for the 24,576 spatial locations, as shown in the electronics block diagram in Figure 5.
The open-s-^rueture (1 x 1024)-pixel detector has been incorporated in an evacuated VUV
spectrometer that is being used to measure the absolute values of the solar spectral irradi-
anees at. wavelengths from 250 to 1250 A, and to determine the magnitudes of the variabilities
of the spectral irradiances over the solar cycle. As shown In the schematic in Figure 6,
the spectrometer employs a 1028-groove mm -1 concave diffraction grating, with a radius-of-
curvature of 0.25 m, in a conventional normal-incidence mounting. The detector housing is
the rea , body assembly of the model 549-169 MAMA detector tube, manufactured to our specifi-
cations by EMR Photoelectric, Ine. 6 . The 1024-pixel MAMA detector monitors the entire
spectrum from 250 to 1250 A with a spectral resolution of approximately 2 A (2 pixels per
spectral resolution element) and a temporal resolution during the rocket flight of 2 s.
The spectrometer is evacuated prior t., launch, opened for observations luring the rocket
flight, and ;e-sealed prior to re-entry. Since there are no moving part.; in the spectro-
meter, a hydrocarbon-free, high-vacuum environment is preserved to guarantze the photometric
stability of the instrument.
As shown in Figure 7, the Electronics are divided into two packages, with the amplifiers,
discriminators and line drivers mounted adjacent to the detector assembly, and the address-
132 ! SPIE Vol 279 Ultraviolet and Vacuum U11raa01W SYStems (1981)
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Perfol'manve Outravivrisl ics
The performance t'haracteristics of the MAMA detector s y stems offer it number of significant
advanillp's over alternative photuelectlit iniaglnr systems currently under development for'
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Figure 8. Schematics of MAMA detector systems for space and
ground-based applications.
a. Detector head assembly.
b. Logic assembly.
e. Additional memory assembly (required for (512 x 512)-pixel
and (256 x 1024)-pixel detector systems).
3) The total power requirement for a detector system is of the order of 30 W or less,
which minimizes the problem of cooling when the electronics are operated under vacuum.
4) The detector system does not use magnetic or electrostatic focusing systems and the
spatial accuracy is determined solely by the spacing of the metallic electrodes in the
anode array. The resulting image is distort. ion-free, with a single-pixel resolution that
is independent, of position in the array or of the signal level.
5) The detector has a high immunity to external magnetic fields of several hui ,red
Gauss.
6) No long-term damage is caused by exposure to high-energy radiation.
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7) The detector system has zero readout noise; consequently, the signal-to-noise ratio
is determined solely by the photon statistics and by the photocathode dark-count rate.
8) The detector employs a random readout system. The time-of-arrival of an event can
be identified with a precision equal to the pulse-pair resolution of the electronics
(currently in the range from 700 to 100 ns for the different systems).
9) All data are recorded in a digital format. This greatly facilitates array processing
and data manipulation.
10) Data can be selectively read out from any portion of the array. The format can,
accordingly, be optimized for a specific observation.
The key to the excellent performance characteristics of the MAMA detectors is the curved-
channel MCP. The curved-channel MCPs currently used in the MAMA detector tubes are fabri-
cated by Galileo Electro-Optics Corporation' and have C-configuration microchannels (see
Figure 9) to inhibit ion-feedback in an identical manner to that employed in a conventional
CEM.
(a)
(b)
Figure 9. Curved-channel MCP with 25-micron-diameter channels.
a. Face of plate.
r
	 b. Section of plate.
Curved-channel MCPs with both 25-micron-diameter channels on 32-micron centers and 12-
micron-diameter channels on 15-micron centers are now available. The length-to-diameter
ratios of the channels in the MCPs delivered to date have ranged from 80:1 to 140:1, and
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the microchannels have been set at a bias angLe .rof 150 with respect to the input face of
the plate. Some units of the curved-channel MCPs have been fabricated with the channel
Inputs funnelled to increase the'opV
-area ratio ' to 75-80%. This improves the detection
efficiency and facilitates the collection of the high -energy photoelectrons when the MCP is
used as a high -spatial-resolution open -structure detector at VUV wavelengths below about
1000 A.
Details of the performance characteristics of the curved -channel MCPs are being presented
elsewhere in the literature $ , and we note here only those characteristics which are of
fundamental importance for the operation of the MAMA detectors. First, a single curved-
channel MCP can be operated stably at high gain in the pulse-counting mode. Accordingly,
the loss of spatial resolution caused by charge spreading at the interface of the two MCPs
required in a conventional "chevron" MCP detector is eliminated. Second, the amplitude of
the output pulse is clipped by the effects of space charge within the channel and the
output pulse-height distribution has a quasi -Gaussian form. The resolution of the output
pulse -height distribution can therefore be defined as:
R_4G	 (1)
C
where AG equals the full width at the half
-
height of the distribution, and 0 equals the
modal gain value. Resolutions of the order of 30 to 50% and modal gain values in the range
1 to 3 x 10$ electrons pulse-1
 are typically obtained with the curved-channel MCPs.
The narrow pulse-height distribution produces a stable counting plateau in the high-
voltage characteristic, and the curved-channel MCP, accordingly, produces a highly stable
photometric response without stringent requirements on the stability of the high-voltage
supply. In addition, the narrow pulse-height distribution facilitates the rejection of
signal capacitatively cross-coupled between adjacent electrodes in the anode array. Accord-
ingly, a highly uniform single-pixel response is obtained with a pixel-t.o-pixel cross talk
of the order of a few percent or less, as shown in Figure 10. Indeed, the imaging quality
of the MAMA detectors cannot be measured with our existing test equipment, and the laboratory
optical facility is being upgraded in order to determine the limiting performances of the
detectors.
Figure 10. Motion of a slit image in 12.5 micron steps between adjacent
25-micron pixels in the (1 x 1024)-pixel coincidence-anode array.
Finally, when properl y conditioned and operated at the correct gain level K , the curved-
channel hfCPs have demonstrated intrinsic dark-crnunt rates at room temperature rlf signifi-
cantly less than 0.01 counts mm -2 s - ' and lifetimes in excess of 2.5 x 10 1  counts imn-2.
The semi-c(inducting glass of the curved-channel MCP in an open-structure MAMA detector
can be used as an efficient phl)tocathode at VUV wavelengths below about 1400 A. Because of
the high work function of the glass, the bare MCI' is highly insensitive to wavelengths
Inn ger than about .2000 A.	 This greatly facilitates the rejection of long wavelength
scattered radiation for studies at VUV wavelengths.
	
In order too 	 the VUV sensitivity
an opaque MgF^ photocathode can be deposiled on the front face of the MCI I . For ultraviolet
applications, an opaque is I or an opaque Cs-Te phot (wa t hole can be & ,pos i l ed on the front
face of the MCP. The response of the MAMA detector can accordingly be effectively tailored
to the wavelength range Of interest.
	 The characteristics of the photocathl^de materials
Utilized to date at tilt ravio let and VUV wavelenf;ihs are swamarived in Table 2.
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Table '. Ultraviolet and VUV photoca thode materials for MAMA detectors
Wavelength Range	 Peak Quantum Efficiency	 Dark Count Rate
Material Al_ _	 ^!	 (count mm-=s-1^
Rare MC1'
	 1-1400	 >15 at 600 A	 <0,01
Mg F.,	 1-1000	 X25 at 300 A	 <0.01
Csl tt;l	 1000-1800	 >40 at 1216 A	 <0.1
Cs,,Te t F1	 1200 -3200	 >10 at 2000 A	 <0.2
Full details of the performance characteristics of the dote-tor systems will be presented
in the literature at the end of the evaluation program later this year.
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